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ABSTRACT 


In  May- June  1990  a  test  and  evaluation  of  the  newly  developed  XCTD  (expendable 
conductivity,  temperature,  depth)  probe  was  conducted  in  a  region  northeast  of  Barba¬ 
dos,  where  ideal  conditions  exist  for  such  a  test.  Thirty-six  XCTD  probes  were  launched 
concurrently  with  nine  CTD  casts  for  intercomparison.  The  existing  fall-rate  equation 
(FRE)  was  found  to  be  inadequate  and  new  coefficients  were  computed  by  regression  using 
the  CTD  data.  After  recalculating  XCTD  depths,  simultaneous  drops  show  significant 
probe-to-probe  difference,  indicating  a  nonsystematic  difference  in  (primarily)  the  linear 
term  in  the  FRE  for  each  probe.  Examination  of  temperature  and  conductivity  shows  a 
significant  systematic  offset  of  the  XCTDs  relative  to  the  CTD,  suggesting  a  calibration 
error.  In  addition,  many  of  the  probes  exhibited  huge,  positive  conductivity  excursions 
indicative  of  conductivity  cell  malfunction.  Sippican  Ocean  Systems  has  indicated  that  the 
cell  malfunctions  and  the  calibration  problems  axe  correctable,  but  it  is  not  clear  if  there 
is  a  solution  for  the  residual  depth  error. 
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XCTD  TEST:  RELIABILITY  AND 
ACCURACY  STUDY  (XTRAS) 

INTRODUCTION 


For  a  number  of  years  the  oceanographic  community  has  been  waiting  for  the  market 
appearance  of  the  expendable  conductivity-temperature  (XCTD)  probe.  Sippican  Corpo¬ 
ration  has  had  this  device  under  development  since  1981.  Prototype  XCTDs  have  been 
field  tested  numerous  times,  with  conductivity-cell  problems  occurring  during  each  test. 
They  recently  developed  a  new  design  for  the  cell  which  avoids  many  of  the  problems 
they  have  encountered.  A  contract  was  let  by  the  Naval  Oceanographic  and  Atmospheric 
Research  Laboratory  (NOARL)  to  purchase  36  of  these  improved  XCTD  probes  tor  an 
in-house  test  and  evaluation  (33  of  the  probes  were  a  “flow-through”  design,  where  wa¬ 
ter  flows  outside,  as  well  as  inside  the  conductivity  cell;  3  were  “foam  filled”  where  an 
insulating  layer  of  foam  was  placed  around  the  cell  to  improve  thermal  response).  This 
experiment  eventually  evolved  into  a  joint  effort  between  Sippican  and  NOARL,  and  was 
conducted  during  May  and  June  1990,  aboard  the  USNS  Lynch  in  an  area  about  280  nm 
northeast  of  Barbados.  This  region  of  the  North  Atlantic  Ocean  is  unique  in  that  between 
about  400  and  800  m  depth,  there  exist  quasi-permanent  isothermal/isohaline  step-like 
features  which  are  ideal  for  testing  vertical  hydrographic  profilers  and  expendable  hydro- 
graphic  probes.  The  reason  for  this  is  that  a  sequence  of  such  stable,  isothermal/isohaline 
layers  separated  by  very  thin  (1-2  m  thick)  “sheets”  (where  gradients  are  large)  allows 
the  decoupling  of  sensor-calibration  differences  from  errors  in  measured  or  inferred  depth, 
when  intercomparing  instruments. 

Upon  leaving  Fort  Lauderdale,  FL,  USNS  Lynch  steamed  toward  a  station  near  16° N, 
56'  \Y  (Figure  1),  where  historical  data  show  that  temperature  (salinity)  staircase  struc¬ 
tures  exist.  Within  about  100  nm  from  station,  expendable  bathythermographs  (XBTs) 
were  launched  every  30  nm.  Spacing  was  decreased  to  10  nm  at  20  nm  from  station,  and 
then  reduced  to  5  nm  when  staircase  structures  were  found.  At  this  point,  the  ship  contin¬ 
ued  4  nm  farther  and  the  structures  disappeared.  The  ship  then  reversed  course  for  about 
6  nm  and  suitable  structures  were  again  found  (i.e.,  about  10  to  15  distinct  thermal  steps 
in  a  vertical  profile  of  temperature).  The  experiment  then  began.  A  10  minute  CTD  time 
series  at  4  m  below  the  surface  was  first  conducted  to  establish  an  absolute  near-surface 
pressure  calibration  (and  repeated  later  during  the  experiment).  A  deep  CTD  calibration 
cast  to  3000  m  was  conducted,  followed  by  a  concurrent  rapid-fire  XBT  survey  (one  T7  and 
three  T5s  launched  simultaneously  every  5  minutes  for  1  hour).  A  CTD  yo-yo  cast  to  1000 
m  and  expendable  tests  commenced  upon  completion  of  the  deep  cast.  CTD  data  were 
recorded  on  both  down  casts  and  up  casts.  XCTDs  were  dropped  in  simultaneous  groups 
of  four  during  the  first  nine  CTD  down  casts.  XCTD  drops  were  timed  such  that  the 
XCTD  probes  were  concurrent  with  the  CTD  somewhere  within  the  staircase  structures. 


DATA  ACQUISITION  AND  PROCESSING 


A  Neil  Brown  Instrument  System,  Inc.  (NBIS)  Mark  III  CTD  was  used  for  profiling 
conductivity  and  temperature  vs.  pressure.  Data  were  acquired  at  approximately  30 
Hz  as  the  CTD  underwater  unit  wras  lowered  at  about  60  m/min.  Data  were  recorded 
in  full  on  nine-track  digital  tape  and  analog  (audio)  tape,  and  at  about  one  sample  per 
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meter  on  diskette.  Salinities  of  water  samples  obtained  with  a  rossette  sampler  were 
determined  using  a  Guildline  salinometer  according  to  the  practical  salinity  scale  1978 
algorithm  (Lewis,  1980).  Salinities  from  the  water  samples  collected  at  3000  m  from  a 
single  calibration  cast  were  in  exact  agreement  with  the  CTD.  Final  CTD  data  processing 
was  performed  at  NOARL  on  the  Code  331  VAX  11/750  computer.  All  data  were  processed 
from  the  nine-track  digital  tapes.  Data  processing  included  editing,  calibrating,  matching 
of  temperature  and  conductivity  response  times,  low-pass  filtering  and  reducing  to  1-m 
vertical  levels  and  computing  derived  quantities  (salinity,  density,  and  depth).  A  three- 
point  matching  filter  (Fofonoff  et  al.,  1974)  with  a  time  constant  of  60  msec  was  used 
to  compensate  for  the  difference  in  response  time  between  temperature  and  conductivity 
sensors.  Some  salinity  spiking  still  exists  in  strong  gradient  regions.  Both  raw  and  final 
processed  data  are  stored  in  VFEB  (VAX  Fast  and  Easy  Binary)  format. 

Expendable  probe  data  were  logged  with  Sippican’s  MK9  Digital  Data  Acquisition 
system.  ASCII  files  containing  raw  temperatures  and  conductivities  were  supplied  by 
Sippican.  These  data  were  likewise  processed  on  the  VAX  11/750  computer.  Raw'  data 
and  final  processed  data  are  stored  in  VFEB  format. 


GENERAL  CHARACTERISTICS  OF  THE  DATA 


Figures  2-10  show  a  series  of  nine  sets  of  temperature  and  conductivity  profiles.  Each 
set  consists  of  a  CTD  cast  plotted  with  four  concurrent  XCTD  drops.  XCTD  drops  wrere 
timed  so  that  they  would  be  virtually  simultaneous  with  the  CTD  cast  near  600  m  depth,  in 
the  midst  of  the  staircase  structures.  The  maximum  departure  from  simultaneity  between 
CTD  and  XCTD  was  about  7  minutes,  about  15-20%  of  the  time  interval  between  successive 
CTD  downcasts;  this  occurred  at  the  surface.  The  maximum  depth  error  that  could  result 
from  departure  from  simultaneity  of  CTD  and  XCTD  is  about  2.5  m,  based  on  changes  in 
feature  depths  from  successive  CTD  downcasts.  Hence,  within  an  uncertainty  of  less  than 
2.5  m.  each  CTD  cast  together  with  its  four  XCTDs  may  be  considered  simultaneous.  It  is 
emphasized  that  2.5  m  is  a  maximum;  for  most  of  the  features,  especially  in  the  staircase 
structures,  the  error  is  much  less. 

Several  general  observations  can  be  made  from  Figures  2-10. 

1.  All  profiles  yield  similar  representations  of  the  temperature/conductivity  profile; 
the  XCTD  data  appear  somewhat  noisier. 

2.  There  are  two  “bad”  XCTD  drops:  one  in  CTD  group  7  (stops  near  375  m)  and 
one  in  group  11  (temperature  calibration  is  bad). 

3.  There  axe  numerous  XCTD  conductivity  profiles  that  are  offset  over  part  or  all  of 
their  domains  to  higher  values,  indicating  a  calibration  problem  or  malfunction. 

4.  XCTDs  show  features  consistently  deeper  than  CTDs;  This  discrepancy  appears 
to  be  depth  dependent. 

5.  Considerable  variability  of  feature  depths  is  evident  among  simultaneous  XCTDs. 
In  particular,  CTD  group  10  (a  w'orst  case)  shows  a  spread  of  about  20  m  in  the  step  region, 
well  outside  the  manufacturer’s  specification.  This  variability  appears  to  be  dependent  on 
depth. 

6.  Temperature  calibration  errors  appear  to  be  small  relative  to  temperature  offsets 
induced  by  the  observed  depth  errors.  Hence,  XCTD-CTD  temperature  profile  intercom¬ 
parisons  are  not  meaningful  unless  depth  corrections  are  made. 

From  these  observations  we  can  infer  that  the  existing  fall-rate  equation  (FRE)  is 
inadequate.  Furthermore,  a  single  set  of  FRE  coefficients  cannot  remove  all  scatter  seen 
in  the  depths  of  thermal  features.  We  can  also  conclude  that  a  significant  problem  exists 
with  the  conductivity  measurements. 
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EVALUATION  AND  MODIFICATION  OF  THE  FRE 


The  existing  FRE  for  XCTDs  (and  XBTs,  etc.)  is  of  the  form: 

Z  =  At2  +  Bt  (1) 

where  Z  is  depth  (m)  and  t  is  time  (sec),  and  A  and  B  are  constant  coefficients.  Presently, 
A  =  —4.95  x  10-4m.s-2  and  B  —  3.248ms-1.  The  purpose  of  the  following  analyses 
is  to  evaluate  the  adequacy  of  this  equation  and  to  modify  it  as  necessary.  The  eval¬ 
uation/modification  is  based  on  comparisons  of  concurrent  CTD  and  XCTD  casts.  In 
particular,  the  depths  of  robust,  persistent  features  of  the  temperature  profile  are  used  as 
reference  points  with  which  to  compare  data. 

For  each  CTD  group  a  set  of  features  in  the  temperature  profiles  which  can  be  un¬ 
equivocally  identified  were  selected  from  two  depth  intervals:  between  the  surface  and 
about  200  m,  and  between  400  m  and  700  m  (steps).  Larger-scale  profile  plots  for  these 
intervals  for  CTD  group  10  appear  in  Figures  11a  and  b.  In  the  deeper  interval  seven 
steps,  corresponding  to  underlying  layer  temperatures  of  about  11.5,  10.8,  9-2,  8.7,  8.3, 
7.9,  and  7.6  °C,  were  selected  due  to  their  stability.  These  same  steps  were  used  for  all 
CTD  groups.  For  the  shallow  interval,  feature  selection  was  more  difficult.  While  some 
CTD  groups  exhibited  more  useable  features,  six  were  selected  for  all  groups  to  simplify 
analysis.  Some  of  the  features  persisted  throughout  all  groups  but  some  were  short  lived. 
Features  in  this  interval  w  *re  selected  at  points  where  gradients  changed  abruptly,  and  at 
persistent  minima  and  maxima,  minimizing  dependence  on  temperature  accuracy.  This 
procedure  resulted  in  13  features  for  each  XCTD  profile. 

Hence,  for  each  CTD  group  (i).  we  have  ZcTD{l,j)  for  j=l,13  (CTD  depth  of  feature) 
and  1  xcTP{it  j'k)  for  j=  1,13;  k=l,4  (XCTD  time  of  feature),  where  j  is  the  feature  index 
and  k  is  the  index  of  the  XCTD  probe  within  the  group  (k  ranges  from  1  to  4  for  7  of  the 
9  groups;  in  2  groups  /cmai  is  3.  due  to  defective  XCTD  probes). 

A  regression  of  Zctd  on  txcTD  was  performed  to  determine  new  FRE  coefficients  in 
the  equation 

Z  =  At2  +  Bt  +  C.  (2) 

In  particular,  the  analysis  was  conducted  for  five  cases  (I  -  A,B,C  free;  II  -  A  fixed,  B,C 
free;  III  -  .4  =  0,  B,  C  free;  IV  -  A,  C  fixed,  B  free;  V  -  A  fixed  at  mean  of  case  I,  method  II, 
B.C  free)  and  by  two  methods  (I  -  regression  averages  over  entire  data  set;  II  -  regressions 
of  individual  XCTDs  on  corresponding  CTDs)  as  follows. 

Method  I:  Overall  Regression 

In  this  method  within-group  averages  of  the  XCTD  feature  times  were  calculated  as 


txCTD(i,j) 


1 


max 


kmax 

yi  txcTD{i,j,k) 
k=  1 


(3) 


The  regression  of  Zctd(p  j)  on  txCTDih  j),  for  i  =  1,9  and  j  —  1,13,  for  a  total  of  117 
members  in  the  averages,  was  then  performed  for  each  of  the  five  cases  described  above. 
The  results  of  these  calculations,  together  with  RMS  error,  appear  in  Table  1.  The  first 
error  is  the  error  of  the  fit  of  Zctd ihj)  on  txcTD •  The  second  is  the  RMS  difference 
between  ZcTD(hj)  and  Zxctd(P3i  *)■  The  latter  error  is  considerably  greater  than  the 
former,  reflecting  the  within-group  scatter  of  txcTD ■  In  Figure  12  XCTD  profiles  for  CTD 
group  10  are  plotted  after  depths  have  been  recalculated  with  the  case-I  coefficients. 
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Method  II:  Individual  Regressions 

In  this  method  a  determination  of  the  regression  coefficients  was  made  for  each  XCTD. 
That  is,  the  regression  was  ZcTDihj )  on  txcTD{hj,k)  with  averages  computed  over  the 
13  features  (j)  in  each  drop,  yielding  a  total  of  34  sets  of  coefficients,  A(t,  fc),  B(i,k),  C(i,k). 
These  appear  in  Table  2  for  case  I.  Their  statistics,  computed  over  the  range  of  (i,k),  for 
all  cases,  appear  in  Table  3.  Also  in  Tables  2  and  3  are  the  ZA(1000)  and  ZB(1000);  these 
are  the  contributions  to  the  total  depth  due  to  coefficients  A  and  B  respectively,  at  the 
time  to  reach  1000  m  at  a  nominal  fall  rate.  This  allows  direct  comparison  of  the  effects 
of  variations  in  the  coefficients  (note  that  C  is  already  in  the  correct  units).  Figure  13 
is  similar  to  Figure  12  except  that  the  individually  calculated  coefficients  (Table  2)  were 
used  to  recalculate  depth.  Cases  II  and  V  (not  shown)  produced  virtually  the  same  plots. 
Cases  III  and  IV  (also  not  shown)  showed  considerably  worse  agreement  between  XCTD 
and  CTD. 


DISCUSSION 


It  is  clear  from  Figures  11  and  12  that  calculating  depth  using  a  single  set  of  coefficients 
(method  I)  removes  the  systematic  offset  which  was  evident  with  the  original  coefficients. 
Furthermore,  a  significant  constant  term  of  about  -8  m  appears,  which  was  assumed  to  be 
zero  in  the  original  FRE.  It  is  also  clear,  and  expected,  that  the  within-group  scatter  of 
feature  depths  is  still  present.  One  possible  source  of  this  scatter  is  launcher-acquisition 
system  (LAS)  specific  errors.  To  check  for  this,  averages  (computed  over  the  nine  CTD 
groups)  anti  standard  deviations  were  calculated  separately  for  data  from  each  LAS  (  and 
also  for  CTDs  as  well)  for  the  seven  step  features  in  the  deep  interval.  These  statistics 
are  plotted  in  Figure  14.  The  generally  deeper  averages  for  the  CTD  data  (relative  to  the 
XCTl)  data)  are  apparent.  There  is  a  systematic,  negative  offset  of  about  4  m  for  LAS  3  for 
most  of  the  features.  This  offset  is  of  questionable  significance  in  the  light  of  the  temporal 
variability.  It  is  clearly  not  large  enough  to  explain  the  simultaneous  probe  scatter.  Hence, 
most  of  the  scatter  must  be  due  to  probe-  or  drop-specific  differences.  In  Figure  13  where 
depths  have  been  calculated  using  the  individually-determined  coefficients  (method  II), 
virtually  all  the  scatter  has  been  removed,  indicating  that  the  quadratic  form  is  adequate 
for  a  FRE.  Very  little  additional  scatter  occurs  during  an  individual  drop.  A  significant 
decrease  in  overall  error  can  be  seen  for  this  method  on  comparison  of  Tables  1  and  3. 
Table  2  shows  that  most  of  the  variability  in  feature  depths  is  accounted  for  in  variations 
of  the  quadratic  and  linear  terms  ( A  and  B),  while  variability  in  the  constant  term  ( C )  is 
minimal.  An  examination  of  the  variations  in  A  and  B  shows  a  high,  negative  correlation 
(about  -0.95)  computed  over  the  34  drops,  indicating  that  they  are  not  independent.  It 
can  be  shown  that  a  process  generated  by  a  quadratic  equation  (e.g.,  eq.  (2))  with  fixed 
A  and  C  but  random  fluctuations  in  B  and  random  errors  in  the  independent  variable  (t) 
can  result  in  the  observed  negative  correlation  between  the  quadratic  and  linear  coefficient 
estimates  resulting  from  regression  analysis.  Hence,  while  the  “real”  quadratic  coefficient 
might  vary,  the  observed  variation  in  case  1  is  probably  not  meaningful.  A  value  for  A 
based  on  theory  or  overall  statistics  is,  therefore,  advisable,  w’hile  B  and  C  are  allowed  to 
vary.  This  leads  us  to  case  II  which  is  essentially  linear,  with  some  additional  terms  based 
on  the  fixed  value  of  A  (a  theoretical  value  supplied  by  Sippican).  Case  II,  method  II  in 
Table  1  shows  a  diminished  variability  in  B  relative  to  case  I;  the  overall  error  is  slightly 
higher,  but  the  analysis  is  more  stable.  The  strictly  linear  case  III  is  similar,  with  overall 
error  again  slightly  greater.  Case  IV,  on  the  other  hand,  shows  a  nearly  doubling  of  the 
error  (for  method  II);  forcing  the  constant  term  to  a  prescribed  value  (as  Sippican  has 
done  here)  worsens  the  fit. 

Since  Case  I  yields  the  lowest  total  error  it  is  reasonable  to  select  the  average  value  of 
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.4  found  in  that  case  (method  II)  and  redo  case  II;  this  results  in  case  V,  which  has  overall 
error  between  those  of  cases  I  and  II,  but  with  the  much-reduced  standard  deviation  in  B. 
The  mode  of  the  distribution  of  B  is  virtually  equal  to  the  average  B  for  this  case.  Clearly, 
it  is  not  practical  (at  this  time)  to  propose  individual  sets  of  FRE  coefficients.  The  best 
we  can  do  is  to  choose  the  single  set  of  average  coefficients  that  minimizes  overall  error. 
The  problem  of  the  within-group  scatter  will  still  be  present.  We  suggest,  therefore,  that 
a  best  estimate  for  an  improved  FRE  is: 

Z  =  -3.84  x  10~4/2  +  3.19i  -  7.91.  (4) 

Two  questions  arise  about  the  results  of  this  analysis.  What  causes  the  apparent  variability- 
in  the  fall  rate  from  probe-to-probe?  What  accounts  for  the  offset  of  nearly  8  m?  Answers 
to  these  questions  are  not  known  with  certainty.  There  is  some  speculation  that  the 
variations  in  B  may  be  the  result  of  differences  in  probe  weight  and/or  effective  drag 
coefficient  (A.  W.  Green,  personal  communication,  1984),  the  latter  being  the  most  likely 
cause.  Many  factors  can  affect  the  drag;  for  example,  irregularities  in  probe  surface, 
precession  of  the  probe  about  its  spin  axis,  variation  of  the  friction  of  wire  payout  due  to 
vertical  shear  of  horizontal  currents  (this  last,  as  well  as  other  environmental  factors  such 
as  water  density,  are  not  likely  in  this  case  since  maximum  scatter  is  seen  with  simultaneous 
probe  drops).  The  second  question  may  be  a  universal  start-time  offset  (introduced  by  the 
LAS),  initial  probe  acceleration  near  the  surface  or  a  constant  depth  error  in  the  CTD 
data  (this  last  could  account  for  about  1/3  of  the  observed  offset.  Further  studies  of  the 
existing  data  and,  perhaps  additional  experiments,  are  needed  to  answer  these  questions 
satisfactorily. 


TEMPERATURE  AND  CONDUCTIVITY  CALIBRATION  CHECK 


Preparation  of  Data 


The  individually  depth-corrected  XCTD  profiles  and  CTD  profiles  were  interpolated 
to  integral  1-meter  levels.  Differences  ( DT  =  Tctd  ~  TxctDi  DC  =  Cctd  ~  CxcTD ) 
w-ere  formed  at  these  levels.  A  sample  of  DT,  DC  (and  DS)  profile  appears  in  Figure 
15.  The  DT  profile  shows  considerable  noise  and  some  rather  large  offsets  in  the  upper 
200  m.  Most  of  this  noise  and  offset  are  the  result  of  residual  depth  errors.  To  avoid 
these  errors,  four  relatively  isothermal  layers  (one  near  70  m  and  the  others  in  the  deep 
step  interval)  were  selected  for  each  CTD  group.  The  depth  limits  of  the  selected  layers 
appear  in  Table  4.  These  depth  intervals  were  chosen  to  avoid  vertical  gradients  as  much 
as  possible.  The  mean  and  standard  deviation  for  each  of  these  layers  were  computed  for 
temperature  and  conductivity  differences  {DT  and  DC),  and  appear  in  Table  5.  To  better 
evaluate  these  statistics,  standard  deviation  is  plotted  vs.  mean  in  Figures  16,  17,  and  18. 
A  line  through  the  origin  corresponding  to  where  the  mean  equals  the  standard  deviation 
provides  a  significance  bound  for  DT  and  DC.  Different  symbols  denote  points  from 
different  layers.  The  last  three  probes  were  of  different  construction  (of  the  conductivity- 
cell  assembly)  and  are  distinguished  in  the  plots  by  a  shaded  symbol. 


Temperature  Errors 


The  uncertainty  of  the  CTD  temperatures  are  less  than  0.003° C,  as  determined  by- 
laboratory  and  field  calibrations.  Hence,  there  is  a  mean  offset  of  the  XCTD  temperatures 
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of  0.038°  C  with  a  scatter  of  about  0.002°  C  about  that  point  (see  Figure  16).  The  observed 
offset  is  well  outside  the  manufacturer’s  (mfr’s)  tolerance  and  is  also  outside  the  standard 
deviation  limit,  indicating  statistical  significance.  There  seems  to  be  no  particular  pattern 
with  depth  or  probe  type,  suggesting  a  systematic  error  in  the  mfr’s  calibration  procedure. 
If  all  DTs  are  shifted  downward  by  the  0.038°offset,  most  points  then  fall  within  0.03°of 
the  origin,  suggesting  that  if  the  calibration  procedure  is  corrected,  the  temperatures  will 
be  marginally  acceptable  (4  of  the  34  still  fall  outside  the  mfr’s  spec). 

By  the  same  procedure  described  above  for  the  layer  depths,  an  estimate  of  the  effect 
of  sampling-time  difference  yields  a  maximum  error  of  0.008° for  the  shallow  layer  (near 
70  m)  and  0.002°in  the  deep  step  interval;  for  most  points,  these  errors  are  considerably 
smaller.  This  level  of  time-induced  temperature  error  is  not  significant  for  these  results. 


Conductivity  Errors 


The  uncertainty  of  CTD  conductivities  is  less  than  0.004  mS/cm.  The  much  greater 
range  of  DC  is  illustrated  by  Figure  17.  The  large,  negative  values  are  indicative  of  a 
malfunction  of  the  probes.  On  an  expanded  scale  (Figure  18),  a  cluster  of  points  between 
0.02  and  0.04  mS/cm  suggest  the  same  calibration  offset  as  that  found  for  the  temperature, 
excluding  the  obviously  bad,  negative  points.  Subsequent  discussions  with  the  mfr  confirm 
that  a  calibration  problem  does  exist  for  temperature  and  conductivity  and  that  the  large, 
negative  DC  values  are  probably  the  result  of  conductivity  cell  leaks  resulting  from  cracks 
and/or  separation  of  the  potting  compound  around  the  cells.  Another  peculiarity  exhibited 
in  Figure  18  is  the  skewing  of  shallow-layer  points  to  higher  DC  and  standard  deviation 
values.  Time-induced  error  for  the  deep  layers  is  not  important  for  DC  but  may  be  a  factor 
for  the  shallow  layer.  For  CTD  group  5,  this  error  could  be  as  high  as  0.042  mS/'cm,  for 
group  8  it  is  0.021  and  for  11  it  is  C.019.  The  remainder,  however,  are  less  than  0.006  in 
magnitude  and  two  groups  have  negative  offsets.  Hence,  time-induced  error  cannot  explain 
all  the  observed  clustering  of  points.  Since  the  shallow  layers  are  not  nearly  as  close  to 
being  isothermal  as  the  deep  layers  one  might  be  tempted  to  invoke  thermal  lag  to  explain 
this  skewing,  but  it  is  expected  that  DT  should  also  exhibit  a  similar  scatter,  which  it  does 
not.  At  present,  we  have  no  good  explanation  for  this  effect. 

If  the  leak  ^oblems  of  the  conductivity  cells  as  well  &a  the  problem  with  calibration 
procedures  are  corrected,  the  temperature  and  conductivity  measuring  accuracy  of  the 
XCTD  will  probably  meet  the  cited  values  of  ±  0.03°  C  and  ±  0.03  mS/cm.  Further,  there 
does  not  seem  to  be  a  significant  difference  between  the  performance  of  the  flow-through 
vs.  the  foam-filled  XCTD. 

CONCLUSIONS  AND  RECOMMENDATIONS 


Of  36  XCTD  probes  dropped,  34  returned  useful  data  for  a  nominal  success  rate  of  94% 
(one  of  the  failed  probes  was  due  to  erroneous  temperature  calibration  information  stored 
in  the  probe).  About  6  (18%)  of  the  successful  probes  showed  large,  positive  conductivity 
errors  in  the  upper  200  m.  This  number  increased  to  about  14  (41  %)  below  about  500  m. 
indicating  a  malfunction  in  the  conductivity  cell.  The  remaining  conductivities,  as  well  as 
the  temperatures,  showed  a  systematic,  negative  offset  of  about  0.03  units  relative  to  the 
CTD  measurements,  suggesting  a  problem  with  calibration  procedures.  These  problems 
are  probably  correctable  but,  at  present,  the  XCTD  probes  do  not  meet  contractual  spec¬ 
ifications.  An  evaluation  of  the  depth  accuracy  of  the  XCTD  probe  shows  that  a  new  set 
of  coefficients,  determined  from  the  temperature  data,  significantly  improves  the  fall-rate 
equation.  However,  intercomparisons  of  temperature  profiles  from  simultaneously  dropped 
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probes  show  nonsystematic,  probe-to-probe  depth  differences  as  great  as  5%  of  the  depth, 
well  outside  the  cited  2%  accuracy.  Further  analysis  reveals  that  these  discrepancies  are 
the  result  of  some  physical  property  of  each  probe,  which  affects  its  fall  rate.  Such  prop¬ 
erties  include  probe  weight,  volume,  and  factors  influencing  the  effective  hydrodynamic 
drag.  Without  further  studies  of  probe  dynamics,  there  is  no  obvious  way  to  compensate 
for  these  effects  in  XCTD  data.  Furthermore,  it  is  reasonable  to  speculate  that  this  prob¬ 
lem  exists  for  other  expendable  probes.  We  recommend  that  the  conductivity  cell  failures 
be  addressed  and  the  probe  calibration  procedures  be  improved.  We  also  suggest  that, 
until  the  fall  rates  of  the  probes  can  be  made  more  uniform  (or  individual  probe  fall  rates 
can  be  determined  in  the  laboratory),  the  depth  accuracy  claimed  by  the  manufacturer  be 
modified  to  reflect  these  results. 
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Table 

1:  Fall-rate  equation 

coefficients 

( A  ,  B  ,  C  ) 

computed  by 

regression,  of  CTD 

depths  on 

XCTD  times, i 

over  all 

probes  and 

features 

{ Method-I  )  . 

El  is  error  of  fit, 

E2  is 

overall  RMS 

difference  between 

feature 

depths  from 

CTD  and 

XCTDs . 

A 

B 

C 

El 

E2 

Case-I 

3 . 67E-04 

3.19 

-7,79 

2.43 

4.14 

Case-I  I 

5. 33E-04 

3.22 

-8.59 

2 .49 

3.99 

Case-I  1 1 

-0- 

3.11 

-6 .05 

2.63 

4.60 

Case-IV 

5. 33E-04 

3.20 

-4.80 

3.03 

5.09 

Case-V 

3.84E-04 

3.19 

-7.88 

2.45 

4  .12 

Table  2:  Method-II,  Case-I ;  individually-determined  regression 

coefficients  with  A,  B,  C  free.  Zs  and  C  are  in  meters, 

A  in  ms  2,  B  in  ms*1.  The  last  four  columns  are  the 
contributions  to  total  depth  by  the  quadratic  (A)  and 
linear  (B)  terms  (e.g.  ZA-1000  is  the  contribution 
of  the  term  At(1000),  where  t(1000)  is  the  time  for  the 
probe  to  reach  1000  m  at  a  nominal,  constant  fall-rate). 


CTD 

A 

B 

C 

ZA-500 

ZA-1000 

ZB-500 

ZB-1000 

~r 

1 

~T~ 

- . 2699E-03 

3.180 

-6 . 

-7. 

-28  . 

509. 

1018  . 

2 

1 

2 

- . 3888E-03 

3.174 

-6. 

-10. 

-40. 

508. 

1016  . 

3 

1 

3 

-. 4102E-03 

3.211 

-6. 

-11. 

-42. 

514  . 

1028  . 

4 

1 

4 

- .3909E-03 

3.183 

-7. 

-10. 

-40. 

509. 

1019. 

5 

2 

1 

- . 6405E-03 

3.259 

-7. 

-16. 

-66. 

521 . 

1043  . 

6 

2 

2 

-.4485E-03 

3.230 

-7  . 

-11 . 

-46. 

517. 

1034  . 

7 

2 

3 

-.4334E-03 

3.228 

-7. 

-11 . 

-44  . 

517  . 

1033  . 

8 

2 

4 

- . 6709E-03 

3.261 

-8. 

-17. 

-69. 

522. 

1044  . 

9 

3 

1 

- . 4238E-03 

3.206 

-9. 

-11. 

-43. 

513. 

1026  . 

10 

3 

2 

- . 7207E-03 

3.296 

-9. 

-18. 

-74  . 

527  . 

1055. 

11 

3 

3 

- . 5459E-03 

3.226 

-9. 

-14  . 

-56. 

516  . 

1032  . 

12 

3 

4 

-.5735E-03 

3.243 

-10. 

-15. 

-59. 

519. 

1038  . 

13 

4 

1 

- . 3645E-03 

3.186 

-7  . 

-9. 

-37  . 

510. 

1020. 

14 

4 

2 

- . 3581E-03 

3.189 

-7  . 

-9. 

-37  . 

510. 

1021  . 

0 

4 

3 

-.5808E-04 

0.189 

0. 

-1 . 

-6  . 

30. 

61  . 

15 

4 

4 

- . 317  0E-03 

3.196 

-4. 

-8. 

-32. 

511  . 

1023  . 

16 

5 

1 

-.4264E-03 

3.203 

-9. 

-11  . 

-44  . 

512. 

1025. 

17 

5 

2 

- . 3418E-03 

3.197 

-9. 

-9. 

-35. 

512. 

1023  . 

18 

5 

3 

- . 7144E-03 

3.308 

-9. 

-18  . 

-73. 

529. 

1059  . 

19 

5 

4 

-.5491E-04 

3.093 

-8. 

-1  . 

-6. 

495. 

990. 

20 

6 

1 

- .  5465E-03 

3.235 

-10. 

-14  . 

-56. 

518. 

1035. 

21 

6 

2 

-.3134E-03 

3 . 165 

-8. 

-8  . 

-32. 

506  . 

1013. 

22 

6 

3 

-.4809E-03 

3 .174 

-10. 

-12  . 

-49. 

508  . 

1016  . 

23 

6 

4 

-.3958E-03 

3.223 

-9. 

-10. 

-41 . 

516. 

1031 . 

24 

7 

1 

- . 1039E-03 

3 .101 

-7. 

-3. 

-11  . 

496. 

992. 

25 

7 

2 

-.1870E-04 

3.053 

-7. 

0. 

-2. 

488  . 

977  . 

26 

7 

3 

- .  4425E-03 

3.219 

-8. 

-11 . 

-45. 

515. 

1030  . 

27 

7 

4 

- . 4949E-03 

3.254 

-10. 

-13. 

-51. 

521 . 

1041. 

0 

8 

1 

-. 5808E-04 

0.189 

0. 

-1 . 

-6. 

30. 

61. 

28 

8 

2 

- . 7356E-04 

3.133 

-8  . 

-2. 

-8  . 

501 . 

1003. 

29 

8 

3 

- . 4824E-03 

3.216 

-7  . 

-12. 

-49. 

515. 

1029. 

30 

8 

4 

- .  1099E-03 

3.120 

-6  . 

-3  . 

-11  . 

499  . 

998. 

31 

9 

1 

-.1615E-03 

3.143 

-10. 

-4  . 

-17. 

503  . 

1006  . 

32 

9 

2 

-. 3357E-03 

3.141 

-8  . 

-9  . 

-34  . 

503. 

1005. 

33 

9 

3 

- . 2855E-03 

3.170 

-7  . 

-7. 

-29. 

507  . 

1014  . 

34 

9 

4 

-.  3260E-03 

3.141 

-8  . 

-8  . 

-33. 

503  . 

1005. 

Table  3:  Average  fall-rate  equation  coefficients  computed 
by  regression,  of  individual-probe  CTD  depths  on 
XCTD  times  ( method-I I ) .  ZA-1000,  ZB-1000  are 
contributions  to  total  depth  by  terms  A,  B. 

E  is  overall  error  of  the  fit. 


A 

B 

C 

ZA-1000 

ZB-1000 

E 

Case-I 

-3.84*1. 81E-04  3 . 19* . 06 

-7.89*1.41 

-39.35*18.58 

1022*18 

1  .33 

Case-I  I 

-5. 33E-04 

3 . 22* . 0  3 

-8.62*1.36 

-54.58 

1032*8 

1.59 

Case-Ill 

-0- 

3.11±. 03 

-6.08*1.32 

0 

997*8 

1.88 

Case-IV 

-5.33E-04 

3 . 20* . 03 

-4.80 

-54 . 58 

1024*9 

3.03 

Case-V 

-3.84E-04 

3. 19*. 02 

-7.91 

-39.32 

1022*8 

1 . 53 

Table  4:  Selected  near-isothermal 
layer  depth  limits  (m) 


Layer-1 

Layer-2 

Layer-3 

Layer-4 

CTD-4 

60-80 

462-484 

583-598 

613-627 

CTD-5 

62-82 

458-474 

581-598 

608-622 

CTD-6 

60-80 

445-471 

576-592 

604-615 

CTD-7 

60-80 

442-463 

583-592 

602-616 

CTD-8 

45-65 

441-460 

579-588 

600-616 

CTD-9 

50-70 

452-463 

554-568 

600-611 

CTD-10 

50-70 

418-435 

554-572 

616-626 

CTD-11 

60-80 

426-441 

554-567 

576-586 

CTD-12 

60-80 

422-445 

552-565 

605-616 

Table  5a:  Means  and  standard  deviations  of  temperature 
error  (DT)  for  layers  defined  in  Table  4. 

Temperature 


c 

X 

DEPTH-1 

AV  SD 

DEPTH-2 

AV  SD 

DEPTH-3 

AV  SD 

DEPTH-4 

AV  SD 

VERT 

AV 

.  AV 

SD 

4 

1 

0.027 

0.045 

0.041 

0.036 

0.016 

0.021 

0.044 

0.015 

0.032 

0.031 

4 

2 

0.036 

0.039 

0.056 

0.032 

0.041 

0.009 

0.050 

0.010 

0.046 

0.026 

4 

3 

0.034 

0.037 

0.039 

0.026 

0.024 

0.014 

0.053 

0.022 

0.037 

0.026 

4 

4 

0.056 

0.033 

0.060 

0.031 

0.035 

0.023 

0.046 

0.029 

0.049 

0.029 

5 

1 

0.040 

0.028 

0.035 

0.015 

0.033 

0.022 

0.024 

0.026 

0.033 

0.023 

5 

2 

0.032 

0.022 

0.033 

0.025 

0.043 

0.026 

0.046 

0.027 

0.039 

0.025 

5 

3 

0.041 

0.025 

0.034 

0.013 

0.035 

0.012 

0.055 

0.024 

0.041 

0.020 

5 

4 

0.025 

0.030 

0.034 

0.012 

0.047 

0.012 

0.042 

0.027 

0.037 

0.022 

6 

1 

0.051 

0.013 

0.037 

0.016 

0.050 

0.026 

0.056 

0.017 

0.049 

0.019 

6 

2 

0.046 

0.019 

0.033 

0.025 

0.031 

0.029 

0.031 

0.021 

0.035 

0.024 

6 

3 

0.033 

0.036 

0.041 

0.015 

0.022 

0.013 

0.041 

0.018 

0.035 

0.023 

6 

4 

0.063 

0.021 

0.041 

0.026 

0.045 

0.032 

0.030 

0.010 

0.045 

0.024 

7 

1 

0.034 

0.017 

0.028 

0.022 

0.032 

0.013 

0.046 

0.019 

0.035 

0.018 

7 

2 

0.067 

0.026 

0.042 

0.021 

0.053 

0.011 

0.042 

0.022 

0.051 

0.021 

7 

4 

0.046 

0.019 

0.029 

0.020 

0.029 

0.015 

0.023 

0.015 

0.032 

0.017 

8 

1 

0.017 

0.031 

0.029 

0.027 

0.049 

0.009 

0.053 

0.015 

0.037 

0.022 

8 

2 

0.022 

0.025 

0.025 

0.028 

0.049 

0.014 

0.033 

0.012 

0.032 

0.021 

8 

3 

0.018 

0.033 

0.027 

0.021 

0.050 

0.022 

0.033 

0.011 

0.032 

0.023 

8 

4 

0.032 

0.032 

0.032 

0.037 

0.050 

0.028 

0.056 

0.017 

0.043 

0.029 

9 

1 

0.044 

0.019 

0.073 

0.015 

0.059 

0.010 

0.054 

0.008 

0.057 

0.014 

9 

2 

0.021 

0.014 

0.043 

0.013 

0.033 

0.017 

0.047 

0.013 

0.036 

0.014 

9 

3 

0.025 

0.034 

0.034 

0.018 

0.029 

0.022 

0.009 

0.037 

0.024 

0.029 

9 

4 

0.019 

0.022 

0.039 

0.015 

0.035 

0.018 

0.033 

0.029 

0.032 

0.022 

10 

1 

0.027 

0.020 

0.039 

0.014 

0.043 

0.007 

0.042 

0.020 

0.038 

0.016 

10 

2 

0.031 

0.031 

0.039 

0.020 

0.033 

0.020 

0.036 

0.021 

0.035 

0.023 

10 

3 

0.017 

0.028 

0.024 

0.015 

0.023 

0.010 

0.029 

0.029 

0.023 

0.022 

10 

4 

0.038 

0.016 

0.040 

0.030 

0.037 

0.037 

0.043 

0.019 

0.039 

0.027 

11 

2 

0.032 

0.028 

0.051 

0.007 

0.043 

0.012 

0.035 

0.017 

0.040 

0.018 

11 

3 

0.042 

0.019 

0.044 

0.019 

0.036 

0.010 

0.019 

0.029 

0.036 

0.020 

11 

4 

0.033 

0.021 

0.037 

0.033 

0.026 

0.031 

0.009 

0.022 

0.027 

0.027 

12 

1 

0.078 

0.018 

0.057 

0.021 

0.053 

0.011 

0.046 

0.023 

0.059 

0.019 

12 

2 

0.074 

0.024 

0.025 

0.019 

0.030 

0.012 

0.034 

0.011 

0.041 

0.017 

12 

3 

0.039 

0.013 

0.015 

0.015 

0.022 

0.011 

0.021 

0.011 

0.024 

0.013 

12 

4 

0.049 

0.022 

0.021 

0.015 

0.007 

0.020 

0.027 

0.019 

0.026 

0.019 

Mean 

.038 

0.026 

0.038 

0.022 

0 .037 

0.019 

0.038 

0.021 

0.038 

0.022 

Table  5b:  Means  and  standard  deviations  of  conductivity 
error  (DC)  for  layers  defined  in  Table  4. 


c 

X 

DEPTH-1 

AV  SD 

DEPTH 

AV 

-2 

SD 

DEPTH-3 

AV  SD 

DEPTH-4 

AV  SD 

VERT 

AV 

.  AV 

SD 
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Figure  2.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  4.  CTD  data 
dashed,  XCTD  data  -  solid. 
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Figure  3.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  5.  CTD  data 
dashed,  XCTD  data  -  solid. 
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Figure  5.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  7.  CTD  dat 
dashed,  XCTD  data  -  solid. 
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4.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  6.  CTD  data 
,  XCTD  data  -  solid. 
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Figure  6.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  8.  CTD  data 
dashed,  XCTD  data  -  solid. 
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Figure  8.  Profile  plot?  of  temperature  and  conductivity  for  CTD  group  10.  CTD  data 
dashed.  XCTD  data  -  solid. 
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Figure  9.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  11.  CTD  data 
dashed.  XCTD  data  -  solid. 
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Figure  10.  Profile  plots  of  temperature  and  conductivity  for  CTD  group  12.  CTD  data 
dashed,  XCTD  data  -  solid. 


Figure  11.  Expanded  profile  plots  of  temperature  for  (a)  0  -  200  m,  and  (b)  400  -  700  m. 
CTD  data  -  dashed,  XCTD  data  -  solid.  XCTD  depths  are  based  on  original  equation. 


Figure  12.  Expanded  profile  plots  of  temperature  for  (a)  0  -  200  m,  and  (b)  400  -  700  m. 
CTD  data  -  dashed,  XCTD  data  -  solid.  XCTD  depths  are  recalculated  with  single  set  of 
coefficients  (Method-I,  Case-I  coefficients). 


Figure  13.  Expanded  profile  plots  of  temperature  for  (a)  0  -  200  m,  and  (b)  400  -  700  m. 
CTD  data  -  dashed,  XCTD  data  -  solid.  XCTD  depths  are  recalculated  with  individually 
determined  coefficients  (Method-II,  Case-I). 
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Figure  16.  Layer  statistics  of  CTD-XCTD  temperature  differences  (DT).  Abscissa  is  layer- 
average  DT,  ordinate  is  layer-standard  deviation  of  DT.  Layer-depths  are  denoted  by: 
near-surface  -  circles,  about  450  m  -  triangles,  about  575  m  -  plusses,  about  600  m  -  Xs. 
Foam-filled  probes  are  denoted  by  shaded  symbols.  The  diagonal  line  indicates  equality  of 
mean  and  standard  deviation.  The  vertical  line  indicates  the  manufacturer’s  tolerance. 


Figure  17.  Layer  statistics  of  CTD-XCTD  temperature  differences  (DT).  Abscissa  is  layer- 
average  Dl ,  ordinate  is  layer-standard  deviation  of  DT.  Layer-depths  are  denoted  by: 
near-surface  -  circles,  about  450  m  -  triangles,  about  575  m  -  plusses,  about  600  m  -  Xs. 
Foam-filled  probes  are  denoted  by  shaded  symbols.  The  diagonal  lines  indicate  equality  of 
mean  and  standard  deviation.  The  vertical  lines  indicate  the  manufacturer’s  tolerance. 
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Figure  18.  Layer  statistics  of  CTD-XCTD  conductivity  differences  (DC).  Abscissa  is  layer- 
average  DC,  ordinate  is  layer-standard  deviation  of  DC.  Layer-depths  are  denoted  by: 
near-surface  -  circles,  about  450  m  -  triangles,  about  575  m  -  plusses,  about  600  m  -  Xs. 
Foam-filled  probes  denoted  by  shaded  symbol.  The  diagonal  lines  indicate  equality  of  mean 
and  standard  deviation,  vertical  lines  indicate  the  manufacturer’s  tolerance.  This  plot  is 
the  same  as  Figure  17,  with  a  larger  scale. 
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